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1.              DO NOT OPEN 

                                                        
 

 

 

 

2.            USER GUIDE         SERVICE GUIDE 

                                                      
 

 

3.   INDOOR USE ONLY 

 

           INSIDE                                         OUTSIDE 

 

4.  ENVIRONMENT  

         'C         STABLE  5-30'C                                      'C         ALARM        90 MIN 

                                                                                     

 

5. NOT IN USE 

 
                                                                                  ALARM         90 MIN 
            

                                                                                                

 
  

OFF  ON 



 

6. DOMESTIC, BIO, H2 GAS     HIGH MOUNTING 

 

 

 

 

 

 

 

 

7. LPG, CO2, NARCOSIS GAS  FIND A GOOD LOCATION - BEFORE FIXED MOUNTING 

 

 

 

 

 

 

 

 

 

 

8. KEEP OFF    1 METER  1 METER 

 

                                      
 

 

9. TURN ON AND WAIT 

            WAIT 20 SEC  LED FLASH / 5 SEC 

                                            
 

 

10. TEST BEFORE USE WITH CO2 

              LED 1-4        ALARM                   LPG / PROPANE 

                                              
 

 
11. CHECK ALARM  VOLUME        
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